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ECL-flange寸法測定

KEK H. Yamaoka
UTOC Ogawa

May 10, 2011
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大穂側に図のようなトータルステーションを据えた。
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H.Yamaoka



7.1kg (15.7 lb.)Weight with handle & battery

IP65 (IEC 60529:2001)Dust and water protection

Ver.2.0, Class 1Bluetooth wireless communication

Serial RS-232C, USB1.1 Host (Type A), Client (Type mini B)Interface

Compact Flash Type II (3.3V, max. 4GB), SD card (with CF adapter, max. 1GB), USB 
flash memory (max. 4GB)Memory card drive

64MB (more than 1MB available for data)Internal memory
Data storage

Windows CEOperating system

0.1" / 0.5", 0.02 / 0.1mgon, 0.0005/ 0.002milDisplay resolutions (selectable)

0.5", 0.15mgon, 0.0025milAngle accuracy

0.01mm / 0.1m, 0.0001 / 0.001ft., 1/64 / 1/16in.Display resolutions (selectable)

(0.8 + 1ppm × D)mmWith prism

(0.5 + 1ppm × D)mmWith reflective sheet 
target*2

(1 + 1ppm × D)mmReflectorless*1

Distance 
accuracy

1.3 to 3,500m (4.3 to 11,480ft.)With 1 AP prism

1.3 to 200m (4.3 to 650ft.)With reflective sheet target

0.3 to 100m (1.0 to 320ft.)Reflectorless

Measuring range

Reflectorless mode: Class 3R (max. 5mW)
Prism / Sheet mode: Class 1 equivalent (max. 0.22mW)Laser output

NET05X 3D Station

トータルステーションの性能
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0

45
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135

180

225

270

315

135-315     2360.0    2359.5 

90-270      2361.6    2362.5

45-225        2359.0    2359.1

Flange(Forward)
Jan. 24 May 10

Location  Dia.(mm) Dia.(mm)
0-180deg.    2359.0 2358.4

Dia.2360.2

比較（設計値2360.2）

Forward（大穂側）のECLフランジの直径比較
測定点

27.4
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0

56.25

90

118.125

180

236.25

270

298.125

Backward（日光側）のECLフランジの直径比較

Dia.2360.2

測定点

27.4

118.125-298.125 2361.5  2361.3 

90-270   2360.6  2361.3

56.25-236.25 2360.6   2360.8

Flange(Forward)
Jan. 24 May 10

Location Dia.(mm) Dia.(mm)
0-180deg.  2358.5  2358.1

比較（設計値2360.2）
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0

45

90

135

180

225

270

315 Dia.2360.2

Forward（大穂側）のECLフランジの半径
測定点

27.4

315: 1206.3 
270: 1209.1 
225: 1208.1 
180: 1207.8 
135: 1208.0 

90: 1209.2 
45: 1205.8 

R=1207.5(設計値）
角度 半径(mm)

0: 1205.4  

R1207.5

基準軸に対して
0.3mm南

にずれている

基準レベルに対して
1.1mm下

になっている

基準レベルに対して
0.8mm下

になっている

基準軸に対して
0.１mm北

にずれている

基準軸：バレル大穂側上部ベンチマーク
基準レベル: バレル大穂側北ベンチマーク
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0

56.25

90

118.125

180

236.25

270

298.125

Backward（日光側）のECLフランジの半径

Dia.2360.2

測定点

27.4

315: 1208.3 
270: 1208.7 
225: 1208.8 
180: 1207.1 
135: 1207.7 

90: 1207.3 
45: 1206.8 

R=1207.5(設計値）
角度 半径(mm)

0: 1205.9  

R1207.5

基準軸に対して
1.1mm南

にずれている

基準レベルに対して
1.2mm下

になっている

基準レベルに対して
0.8mm下

になっている

基準軸に対して
0.１mm北

にずれている
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